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1 NIST Uncertainty Machine for the Impatient

• Using a Web browser, visit http://uncertainty.nist.gov/.

• Choose the number of input quantities from the drop-down menu, give
them names, and then click the button Update quantity names.

• Select a probability distribution for each of the input quantities, and enter
values for the parameters (in the absence of cogent reason to do other-
wise, assign Gaussian distributions to them with means equal to their val-
ues and with standard deviations equal to their standard uncertainties);

• Specify the size of the Monte Carlo sample to be drawn from the probabil-
ity distribution of the output quantity (no larger than 5 000000 in version
1.1 of the NIST Uncertainty Machine).

• Enter one or more valid R expressions (one per line) into the box la-
beled Value of output quantity (R expression) such that the last
line evaluates to f (x1, . . . , xn), the right-hand side of the measurement
equation (cf. Figure 2 on Page 14, and Figure 7 on Page 23).

• If there are correlations between the input quantities, then check the box
marked Correlations, enter the values of the non-zero correlations, and
select a copula to apply them with (cf. Figure 6 on Page 20).

• Click the button labeled Run the computation.
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2 Purpose

The NIST Uncertainty Machine (http://uncertainty.nist.gov/) is a Web-
based software application to evaluate the measurement uncertainty associ-
ated with an output quantity defined by a measurement model of the form
y = f (x1, . . . , xn), where the real-valued function f is specified fully and ex-
plicitly, and the input quantities are modeled as random variables whose joint
probability distribution also is specified fully.

The NIST Uncertainty Machine evaluates measurement uncertainty by appli-
cation of two different methods:

• The method introduced by Gauss [1823] and popularized by Kline and
McClintock [1953], which is described in the Guide to the Evaluation
of Uncertainty in Measurement (GUM) [Joint Committee for Guides in
Metrology, 2008a] and also by Taylor and Kuyatt [1994];

• The Monte Carlo method described by Morgan and Henrion [1992] and
specified in the Supplement 1 to the GUM (GUM-S1) [Joint Committee
for Guides in Metrology, 2008b].

Section 11, beginning on Page 22, shows how the NIST Uncertainty Machine

may also be used to produce the elements needed for a Monte Carlo evaluation
of uncertainty for a multivariate (or, vectorial) measurand.

3 Gauss’s Formula vs. Monte Carlo Method

The method described in the GUM produces an approximation to the standard
measurement uncertainty u(y) of the output quantity, and it requires:

(a) Estimates x1, . . . , xn of the input quantities;

(b) Standard measurement uncertainties u(x1), . . . , u(xn);

(c) Correlations {ri j} between every pair of different input quantities (by de-
fault these are all assumed to be zero);

(d) Values of the partial derivatives of f evaluated at x1, . . . , xn. (If all corre-
lations are assumed to be zero, then only the first-order partial derivatives
are needed; otherwise, the mixed, second-order partial derivatives also are
needed.)
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When the probability distribution of the output quantity is approximately Gaus-
sian, then the interval y ± 2u(y) may be interpreted as a coverage interval for
the measurand with approximately 95 % coverage probability. However, this
also holds for some markedly non-Gaussian probability distributions, including
many Student’s t, lognormal, gamma, and Weibull distributions.

The GUM also considers the case where the distribution of the output quantity
is approximately Student’s t with a number of degrees of freedom that is a
function of the numbers of degrees of freedom that the {u(x j)} are based on,
computed using the Welch-Satterthwaite formula [Satterthwaite, 1946, Welch,
1947].

In general, neither the Gaussian nor the Student’s t distributions need model
the dispersion of values of the output quantity accurately, even when all the
input quantities are modeled adequately as Gaussian random variables.

The GUM suggests that the Central Limit Theorem (CLT) from Probability The-
ory lends support to the Gaussian approximation for the distribution of the out-
put quantity. However, without a detailed examination of the measurement
function f , and of the probability distribution of the input quantities (examina-
tions that the GUM does not explain how to do), it is impossible to guarantee
the adequacy of the Gaussian or Student’s t approximations.

NOTE. The CLT states that, under some conditions, a sum of indepen-
dent random variables has a probability distribution that is approximately
Gaussian [Billingsley, 1979, Theorem 27.2]. The CLT is a limit theorem,
in the sense that it concerns an infinite sequence of sums, and provides
no indication about how close to Gaussian the distribution of a sum of a
finite number of summands will be. Other results in probability theory
provide such indications, but they involve more than just the means and
variances that are required to apply Gauss’s formula [Friedrich, 1989].

Application of the Monte Carlo method produces an arbitrarily large sample
from the probability distribution of the output quantity, and it requires that
the joint probability distribution of the random variables modeling the input
quantities be specified fully.

This sample alone suffices to compute the standard uncertainty associated with
the output quantity, and to compute and to interpret coverage intervals proba-
bilistically.

EXAMPLE. Suppose that the measurement model is y = ab/c, and that a,
b, and c are modeled as independent random variables such that:

• a is Gaussian with mean 32 and standard deviation 0.5;
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• b has a uniform (or, rectangular) distribution with mean 0.9 and
standard deviation 0.025;

• c has a symmetrical triangular distribution with mean 1 and stan-
dard deviation 0.3.

Figure 1 on Page 5 shows the graphical user interface of the NIST Uncertainty
Machine filled in to reflect these modeling choices, and the results that are
returned and displayed by the browser.

The method described in the GUM produces y = 32.2 and u(y) = 12.5.
According to the conventional interpretation, the interval y ± 2u(y) =
(18,67.1) may be a coverage interval with approximately 95 % coverage
probability. (The results of the Monte Carlo method can be used to show
that the effective coverage of this interval is 95.5 %.)

Since the NIST Uncertainty Machine requires that the probability distribu-
tion of the input quantities be specified, in the absence of cogent reason to do
otherwise you may assign Gaussian (or, normal) distributions to them:

• If the input quantities are uncorrelated, then this amounts to assigning
a Gaussian distribution to each one of them, with mean and standard
deviation equal to the corresponding estimate and standard uncertainty;

• If the input quantities are correlated, then besides assigning Gaussian dis-
tributions to them as in the previous case, then one also needs to check
the box marked Correlation in the interface of the NIST Uncertainty

Machine, and then specify the values of the correlations and select a Gaus-
sian copula (if indeed a multivariate Gaussian distribution is desired) to
enforce the correlations [Possolo, 2010].

In many cases there is cogent reason to assign non-Gaussian distributions to
input quantities.

For example, if the quantity takes values between known lower and upper limits,
then a (shifted and re-scaled) beta distribution with suitably chosen parameters
may be an appropriate model: the uniform (or, rectangular) distribution is a
special case of the beta distribution.

For another example, suppose that f (x1, . . . , xn) involves a ratio, as in the ex-
ample above, where y = ab/c. Then c should not be assigned a normal distri-
bution because the corresponding probability density is positive at 0, and y will
have infinite variance. If the true value of c is known to be positive, and bc is its
estimate, and u(c)/bc is less than 5 %, say, then c may be assigned a lognormal
distribution with mean bc and standard deviation u(c), and this distribution will
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INPUT

User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  5

Number of input quantities:  3

Names of input quantities:

a b c
Update quantity names

a Gaussian (Mean, StdDev) 32 0.5

b Uniform (Mean, StdDev) 0.9 0.025

c Triangular  Symmetric (Mean, StdDev) 1 0.3

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 
a*b/c

   +
 Centered coverage intervals 
 Correlations

Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system. NIST
assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other characteristic.
We would appreciate acknowledgement if the software is used. 
Version 1.0.5

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 32.2
sd      = 12.5
median  = 28.8
mad     = 8.9 

Coverage intervals

99% (   17.12,       85)  k =      2.7 
95% (      18,     67.1)  k =        2 
90% (    19.1,     57.9)  k =      1.6 
68% (    21.8,       42)  k =     0.81 

ANOVA (% Contributions)

            w/out Residual w/ Residual
a                     0.22        0.18
b                     0.62        0.52
c                    99.16       81.89
Residual                NA       17.42

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 28.8
      u(y) = 8.69 

             SensitivityCoeffs Percent.u2
a                          0.9       0.27
b                         32.0       0.85
c                        ‐29.0      99.00
Correlations                NA       0.00
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 1: ABC. Entries in the Web page correspond to the example discussed in §3.
In each numerical result, only the digits that the NIST Uncertainty Machine deems
to be significant are printed. Estimate of the probability density of the output quantity
(solid blue line), and probability density (dotted red line) of a Gaussian distribution
with the same mean and standard deviation as the output quantity. In this case, the
Gaussian approximation is very inaccurate.
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be just about indistinguishable from the Gaussian distribution with the same
mean and standard deviation.

The NIST Uncertainty Machine offers a rich menu of distributions that may
be selected. Possolo and Elster [2014] provide detailed guidance for how to
assign probability distributions to input quantities, and illustrate this guidance
with examples.

4 Usage

The NIST Uncertainty Machine runs on a NIST Web server, accessible via a
Web browser at http://uncertainty.nist.gov/. The computational engine
of the NIST Uncertainty Machine is written in the R language for statistical
computing and graphics [R Core Team, 2015].

NOTE. Some commercial products, and free software, are identified in
this manual in order to specify the means whereby the NIST Uncertainty
Machine may be employed. Such identification is not intended to imply
recommendation or endorsement by the National Institute of Standards
and Technology, nor is it intended to imply that the products or software
identified are necessarily the only or best available for the purpose.

The box following Random number generator seed contains an integer no larger
than 100 that serves as the seed for the random number generator. With the
same seed, and with the same other inputs, the NIST Uncertainty Machine

should always produce exactly the same results. In general, the user does not
need to choose a value for the seed: a value is placed in the box automatically
when the Web page of the NIST Uncertainty Machine is visited.

(U-1) If you wish to use a saved configuration of the inputs for the NIST Uncertainty

Machine, then click Browse, select the file where the input parameters
will have been saved previously, and continue; alternatively, drag the file
onto the rectangle outlined with a dashed line in the browser. (U-11)
explains how to save a configuration file that may be used subsequently
to re-run the same computation.

(U-2) Choose the number of input quantities from the drop-down menu cor-
responding to the entry Number of input quantities. In response to
this, the Web page will update itself and show as many boxes as there
are input quantities, and assign default names to them (which may be
changed as explained next).
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(U-3) Enter the names of the input quantities into the boxes following Names

of input quantities, and then click the button Update quantity names,
which will update the labels of the boxes that appear immediately below
and that are used to assign probability distributions to the input quanti-
ties.

(U-4) Assign a probability distribution to each of the input quantities, using the
drop-down menus in front of them. Once a choice is made, one or more
additional input boxes will appear, where values of parameters must be
entered fully to specify the probability distribution that was selected.

Table 1 on Page 10 lists the distributions implemented currently, and
their parametrizations. Note that some distributions can be parametrized
in any one of several different ways: in such cases, only one of the
parametrizations needs to be specified.

The NIST Uncertainty Machine does not accept standard deviations
that are set to 0. Such specification would be equivalent to specifying
the value of a constant: this may be done wither by entering this value
as a numerical constant in the expression that defines the output quantity
(cf. the example in Section 10 that begins on Page 21), or by selecting
Constant as distribution type and entering the value of the constant in
the corresponding box.

(U-5) Enter the size of the Monte Carlo sample to be drawn from the proba-
bility distribution of the output quantity, into the box labeled Number of

realizations of the output quantity: the default value, 1× 106, is
the minimum recommended sample size (5× 106 is the maximum sam-
ple size that the NIST Uncertainty Machine is currently able to gener-
ate).

(U-6) Enter a valid R expression into the box labeled Value of output quantity

(R expression) that represents f (x1, . . . , xn), the right-hand side of the
measurement equation that defines the value of the output quantity. This
expression should involve only the input quantities, and functions and
numerical constants that R knows how to evaluate. (Remember that R is
case sensitive.)

Alternatively, the definition may comprise several R expressions, possi-
bly in different lines within this box (pressing Enter on the keyboard,
with the cursor in this box, creates a new line), but the last expression
must evaluate the output quantity (without assigning this value to any
variable).
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EXAMPLE. If the measurement model is A = (L1 − L0)/
�

L0(T1 −
T0)
�

, then the R expression that should be entered into this box is
(L1-L0)/(L0*(T1-T0)).
Alternatively, the box may comprise these three lines:
N = L1-L0
D = L0*(T1-T0)
N / D

NOTE. The NIST Uncertainty Machine may report Impossible to
evaluate the output expression. This may be caused by the use of
an R function that the NIST Uncertainty Machine does not recog-
nize yet. When such message is encountered, please send an eMail
message to antonio.possolo@nist.gov showing the inputs that in-
duced such response.

(U-7) If the output quantity is a vector with p components, press the “+” button
p−1 times to create a total of p output fields. Enter an R expression into
each one of them similarly to the first one, all using the same set of input
quantities.

(U-8) If symmetrical coverage intervals are desired, then check the box marked
Symmetrical coverage intervals. These intervals take a little longer
to compute than those computed by default (which may be asymmetri-
cal), and are of the form by ± ku(y) where by , the estimate of the output
quantity is the average of the Monte Carlo sample, and the coverage factor
k depends on the coverage probability.

NOTE. The default coverage interval with coverage probability 0 <
γ < 1 is (y∗(1−γ)/2, y∗(1+γ)/2), whose endpoints are the 50(1−γ)th and
50(1+ γ)th percentiles of the Monte Carlo sample drawn from the
probability distribution of the output quantity. These need not be
equidistant from the average (or from the median) of the same sam-
ple. The corresponding coverage factor is computed as k = (y∗(1+γ)/2
−y∗(1−γ)/2) /(2u(y)), and it is not particularly meaningful when the
interval is not symmetrical (that is, when it is not centered on the
estimate of the output quantity).
Even for symmetrical intervals (those that are centered on the aver-
age of the Monte Carlo sample drawn from the probability distribu-
tion of the output quantity), the coverage factor k is computed only
after the coverage interval has been derived from the Monte Carlo
sample drawn from the distribution of the output quantity.

(U-9) If there are correlations between input quantities that need to be taken
into account, then check the box marked Correlations, and enter the
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values of non-zero correlations into the appropriate boxes in the upper
triangle of the correlation matrix that the browser will display.

NOTE. Not all combinations of values of the correlations that may be
entered produce a valid correlation matrix. The NIST Uncertainty
Machine makes sure that the values entered do define a positive
definite correlation matrix.

(U-10) If the box marked Correlations has been checked, then besides hav-
ing specified correlations in (U-9), also select a copula (currently, either
Gaussian or Student’s t) to manufacture a joint probability distribution
for the input quantities. If the copula chosen is (multivariate) Student’s
t, then another box will appear nearby to receive the number of degrees
of freedom.

NOTE. The resulting joint distribution reproduces the correlation
structure that has been specified, and has the distributions specified
for the input quantities as margins. Possolo [2010] explains and
illustrates the role that copulas play in uncertainty analysis.

(U-11) Click the button labeled Run the computation. In response to this, the
browser will open a new tab where numerical and graphical results will
be displayed, which are described in §5.

The NIST Uncertainty Machine estimates the number of significant dig-
its in the results, and reports only these. To increase the number of sig-
nificant digits, another run will have to be done with a larger sample size
than what was specified in (U-5).

One of the outputs produced by the NIST Uncertainty Machine is a
plot showing two probability densities described in §5 and illustrated in
Figure 1 on Page 5.

Below this plot there are five clickable lines of green text: if the last
one Download Configuration File is clicked, a plain text file named
config.um is downloaded to the local machine that specifies the inputs
that were used and that may be reused as explained in (U-1).

5 Results

The NIST Uncertainty Machine produces output on a Web page, and offers
the possibility of downloading its output in the form of four files.
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NAME PARAMETERS CONSTRAINTS

Bernoulli Prob. of success 0< Prob. of success< 1
Beta Mean, StdDev 0< Mean< 1, 0< StdDev<½

Shape1, Shape2 Shape1> 0, Shape2> 0
Beta – Shifted & Rescaled Mean, StdDev, Left, Right 0< Mean< 1, 0< StdDev<½, Left< Right

Shape1, Shape2, Left, Right Shape1> 0, Shape2> 0, Left< Right
Chi-Squared DF DF> 0
Constant Value —
Exponential Mean Mean> 0
Gamma Mean, StdDev Mean> 0, StdDev> 0

Shape, Scale Shape> 0, Scale> 0
Gaussian Mean, StdDev StdDev> 0
Gaussian – Truncated Mean, StdDev, Left, Right StdDev> 0, Left< Right
Lognormal Mean, StdDev Mean> 0, StdDev> 0
Rectangular Mean, StdDev StdDev> 0

Left, Right Left< Right
Student’s t Mean, StdDev, DF StdDev> 0, DF> 2

Center, Scale, DF Scale> 0, DF> 0
Triangular – Symmetric Mean, StdDev StdDev> 0

Left, Right Left< Right
Triangular – Asymmetric Left, Right, Mode Left¶ Mode¶ Right;Left 6= Right
Uniform Mean, StdDev StdDev> 0

Left, Right Left< Right
Weibull Mean, StdDev Mean> 0, StdDev> 0

Shape, Scale Shape> 0, Scale> 0

Table 1: Distributions. Several distributions are available with alternative parametrizations: for these, it suffices to select
and specify one of them. DF stands for number of degrees of freedom. Left and Right denote the left and right endpoints
of the interval to which a distribution assigns probability 1. The mode of a distribution is where its probability density
reaches its maximum. The rectangular distribution is the same as the uniform distribution. A quantity x has a shifted and
rescaled beta distribution when (x − Left)/(Right− Left) has a conventional beta distribution. For the truncated Gaussian
distribution, Mean and StdDev denote the mean and standard deviation without truncation: the actual mean and standard
deviation depend also on the truncation points, and it is the actual mean and standard deviation that the GUM and Monte
Carlo methods use in their calculations. A Student’s t distribution will have infinite standard deviation unless DF > 2, and
its mean will be undefined unless DF> 1. The values assigned to the parameters must satisfy the constraints listed.



NIST UNCERTAINTY MACHINE — WEB VERSION

• Numerical output appears to the left of a plot, and it is divided into two
sections. The top section lists the results from the application of the Monte
Carlo method. The bottom section lists the results from the application
of the method described in the GUM.

The results for the Monte Carlo method include a table with summary
statistics for the sample that was drawn from the probability distribution
of the output quantity: average, standard deviation, median, MAD.

The average is the common estimate of the true value of the output quan-
tity, and the standard deviation is the common evaluation of u(y). How-
ever, the median may be a reasonable, and in some cases a preferable al-
ternative to the average as estimate of that true value, and likewise MAD

may be a reasonable, and in some cases a preferable alternative to the
standard deviation as evaluation of u(y). It behooves the user to state,
when reporting measurement results, how the estimate of the true value
of the output quantity was obtained, and how the associated standard
uncertainty was evaluated.

NOTE. “MAD” denotes the median absolute deviation from the me-
dian, multiplied by a factor (1.4826) that makes the result compara-
ble to the standard deviation when applied to samples from Gaussian
distributions.

Also listed are coverage intervals with coverage probabilities 99 %, 95 %,
90 %, and 68 %. The interval with 68 % coverage probability is often
called a “1-sigma interval”, and the interval with 95 % coverage prob-
ability is often called a “2-sigma interval”: however, these designations
are appropriate only when the distribution of the output quantity is ap-
proximately Gaussian. Next to each interval is listed the value of the
corresponding coverage factor k (cf. GUM 3.3.7, and GUM 6.2).

If the box mentioned in (U-8) above is checked prior to starting the com-
putations then these intervals will be centered on the mean of the sample
of values of the output quantity. Otherwise their endpoints will are com-
puted as explained in (U-8).

The section pertaining to the Monte Carlo method concludes with a table
of analysis of variance (ANOVA) that lists, for each input quantity, the pro-
portion of u2(y) that it is responsible for, computed under the assumption
that the output quantity is a linear function of the input quantities.

The line labeled “Residual” lists the proportion of u2(y) that is left unac-
counted for when that assumption of linearity does not hold. Therefore,
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it provides a single-number summary of the accuracy of the approxima-
tion to u(y) given by Gauss’s formula, which is Equation (13) in the GUM
(Page 21).

The ANOVA table has two columns: in the one headed “w/out Residual”
the proportions are recomputed out of a total that excludes the portion
deemed “residual”. These should be numerically close to the entries in
the similar table that appears at the bottom of the section of results from
the application of the method described in the GUM.

The GUM results appear under Gauss’s Formula (GUM’s Linear Approximation).
These include an estimate of the true value of the output quantity and an
evaluation of the associated standard uncertainty, both computed accord-
ing to the GUM.

Finally, a table shows the sensitivity coefficients that are defined in the
GUM 5.1.3: the values of the first-order partial derivatives of the mea-
surement function f evaluated at the estimates of the input quantities.

The same table also shows the percentage contributions that the different
input quantities make to the squared standard uncertainty of the output
quantity. If the input quantities are uncorrelated, then these contributions
add up to 100 % approximately. If they are correlated, then the contribu-
tions may add up to more or less than 100 %: in this case, the line labeled
Correlations will indicate the percentage of u2(y) that is attributable to
those correlations (this percentage is positive if u2(y) is larger than it
would have been in the absence of correlations).

• The graphical output on the output Web page is a plot with a kernel esti-
mate [Silverman, 1986] of the probability density of the output quantity
(drawn in a solid blue line), and with the probability density of the Gaus-
sian distribution with the same mean and standard deviation as the Monte
Carlo sample of values of the output quantity (drawn as a red dotted line).

• Below this plot there are five clickable lines of green text that, once clicked,
download a file to the local machine:

– Download binary R data file with Monte Carlo values of output

quantity: a binary file with suffix Rd is downloaded that contains
(in variable y) the Monte Carlo sample of values drawn from the
probability distribution of the output quantity — it can be loaded
into R using the function load;
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– Download a text file with Monte Carlo values of output quantity:
a plain text file is downloaded that contains the Monte Carlo sam-
ple of values drawn from the probability distribution of the output
quantity (one per line); since preparing this file involves convert-
ing the binary file mentioned above into a plain text version, some
noticeable time may elapse before the download actually begins;

– Download text file with numerical results shown on this page:
a plain text file with the same results and layout of the numerical re-
sults shown on the output Web page;

– Download JPEG file with plot shown on this page: a JPEG file
with the same plot that is displayed on the Web page, showing two
probability densities;

– Download Configuration File: a plain text file with suffix .um

that specifies the inputs that were used and that may be reused as
explained in (U-1).

6 Example — Thermal Expansion Coefficient

To measure the coefficient of linear thermal expansion of a cylindrical copper
bar, the length L0 = 1.4999m of the bar was measured with the bar at tem-
perature T0 = 288.15 K, and then again at temperature T1 = 373.10K, yielding
L1 = 1.5021m. The measurement model is A= (L1 − L0)/

�

L0(T1 − T0)
�

.

For the purpose of this illustration we will assume that the input quantities are
like (scaled and shifted) Student’s t random variables with 3 degrees of free-
dom, with means equal to the measured values given, and standard deviations
u(L0) = 0.0001 m, u(L1) = 0.0002m, u(T0) = 0.02 K, and u(T1) = 0.05K.

This assignment of distributions to the four input quantities would be appropri-
ate if their estimates were averages of four replicated readings each, and these
were outcomes of independent Gaussian random variables with unknown com-
mon mean and standard deviation.

The GUM’s approach yields α= 1.727× 10−5 K−1 and u(α) = 2× 10−6 K−1, and
the Monte Carlo method reproduces these results. Figure 2 on Page 14 reflects
these facts, and lists the results.
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INPUT

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 1.7268e‐05
sd      = 1.74e‐06
median  = 1.7267e‐05
mad     = 1.249e‐06 

Coverage intervals

99% (1.16e‐05, 2.301e‐05)  k =      3.3 
95% (1.401e‐05, 2.05e‐05)  k =      1.9 
90% (1.48e‐05, 1.97359e‐05)  k =      1.4 
68% (1.596e‐05, 1.857e‐05)  k =     0.75 

ANOVA (% Contributions)

            w/out Residual w/ Residual
L0                   20.48       20.48
T0                    0.00        0.00
L1                   79.52       79.52
T1                    0.00        0.00
Residual                NA        0.00

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 1.7266e‐05
      u(y) = 1.76e‐06 

             SensitivityCoeffs Percent.u2
L0                    ‐7.9e‐03    2.0e+01
T0                     2.0e‐07    5.4e‐04
L1                     7.8e‐03    8.0e+01
T1                    ‐2.0e‐07    3.4e‐03
Correlations                NA    0.0e+00
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 2: Thermal Expansion Coefficient. Input and output Web pages for
the example discussed in §6.
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7 Example — End-Gauge Calibration

In Example H.1 of the GUM (which is reconsidered by Guthrie et al. [2009]),
the measurement model is l = lS + d − lS[(δα)θ + αS(δθ )], where δα and
δθ denote single input quantities. The estimates and standard measurement
uncertainties of the input quantities are listed in Table 2. For the Monte Carlo
method, we model the input quantities as independent Gaussian random vari-
ables with means and standard deviations equal to these estimates and standard
measurement uncertainties.

QUANTITY x u(x)

lS 50 000623 nm 25 nm
d 215 nm 9.7 nm
δα 0 ◦C−1 0.58× 10−6 ◦C−1

θ −0.1 ◦C 0.41 ◦C
αS 11.5× 10−6 ◦C−1 1.2× 10−6 ◦C−1

δθ 0 ◦C 0.029 ◦C

Table 2: End-Gauge Calibration. Estimates and standard measurement
uncertainties for the input quantities in the measurement model of Exam-
ple H.1 in the GUM.

The GUM’s approach yields l = 50000 838nm and u(l) = 32nm, while the
Monte Carlo method reproduces the value for l but evaluates u(l) = 34 nm.
Refer to Figure 3 on Page16.

The GUM (Page 84) gives (50000 745nm, 50000 931nm) as an approximate
99 % coverage interval for l, and the results of the Monte Carlo method confirm
this coverage probability. If you choose a coverage interval that is probabilis-
tically symmetric (meaning that it leaves 0.5 % of the Monte Carlo sample un-
covered on both sides), then the Monte Carlo method produces (50000 749nm,
50 000927 nm) as 99 % coverage interval (and this is not quite centered at the
estimate of y).

8 Example — Dynamic Viscosity

The dynamic viscosity µM of a solution of sodium hydroxide in water at 20 ◦C, is
measured using a boron silica glass ball of mass density ρB = 2217 kg/m3, with
measurement equation µM = µC[(ρB −ρM)/(ρB −ρC)](tM/tC), where µC =
4.63 mPas, ρC = 810kg/m3, and tC = 36.6 s denote the viscosity, mass den-
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INPUT

User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  5

Number of input quantities:  6

Names of input quantities:

lS d dalpha theta alphaS dtheta
Update quantity names

lS Gaussian (Mean, StdDev) 50000623 25

d Gaussian (Mean, StdDev) 215 9.7

dalpha Gaussian (Mean, StdDev) 0 0.58e6

theta Gaussian (Mean, StdDev) 0.1 0.41

alphaS Gaussian (Mean, StdDev) 11.5e6 1.2e6

dtheta Gaussian (Mean, StdDev) 0 0.029

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 
lS + d ‐ lS*(dalpha*theta + 
alphaS*dtheta)    +

 Centered coverage intervals 
 Correlations

Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system. NIST
assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other characteristic.
We would appreciate acknowledgement if the software is used. 
Version 1.0.5

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 50000838
sd      = 33.9
median  = 50000838
mad     = 33.6 

Coverage intervals

99% (5.00007e+07, 5.00009e+07)  k =      2.6 
95% (5.00008e+07, 5.00009e+07)  k =      1.9 
90% (5.00008e+07, 5.00009e+07)  k =      1.7 
68% (5.00008e+07, 5.00009e+07)  k =        1 

ANOVA (% Contributions)

            w/out Residual w/ Residual
lS                   62.36       54.52
d                     9.23        8.07
dalpha                0.85        0.75
theta                 0.00        0.00
alphaS                0.00        0.00
dtheta               27.55       24.09
Residual                NA       12.57

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 50000838
      u(y) = 31.7 

             SensitivityCoeffs Percent.u2
lS                           1      62.00
d                            1       9.40
dalpha                 5000000       0.84
theta                        0       0.00
alphaS                       0       0.00
dtheta                    ‐580      28.00
Correlations                NA       0.00
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 3: End-Gauge Calibration. Input and output Web pages for the exam-
ple discussed in §7. Note that the value of αS , 11.5× 10−6 ◦C−1, was entered
as 11.5e-6.
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sity, and ball travel time for the calibration liquid, and ρM = 1180 kg/m3 and
tM = 61s denote the mass density and ball travel time for the sodium hydroxide
solution.

If the input quantities are modeled as independent Gaussian random variables
with means equal to their assigned values, and standard deviations equal to
their associated standard uncertainties u(µC) = 0.01µC, u(ρB) = u(ρC) = u(ρM)
= 0.5 kg/m3, u(tC) = 0.15tC, and u(tM) = 0.10tM, then the Monte Carlo
method of the GUM-S1 as implemented in the NIST Uncertainty Machine

produces: bµM = 5.8 mPas, u(µM) = 1.12 mPas, and [4.05 mPas, 8.4 mPas]
as an approximate 95 % coverage interval for µM. This interval is asymmetric
relative to the estimate bµM.

If, instead, the estimates of the input quantities were substituted into the mea-
surement equation, the resulting estimate of µM would have been 5.69 mPas.
And if the approximate method described by Taylor and Kuyatt [1994] and in
the GUM, and which also is implemented in the NIST Uncertainty Machine,
is used to evaluate u(µM), the result is 1.11 mPas.

Interestingly, the evaluation of u(µM) is close to the evaluation produced by the
Monte Carlo method, but the estimates of the measurand produced by one and
by the other differ: the reason is the skewness (or, asymmetry) of the distribu-
tion of the measurand, apparent in Figure 4 on Page 18.

This figure also shows that the coverage interval given above differs from the
interval corresponding to the prescription in clause 6.2.1 of the GUM (estimate
of the output quantity plus or minus twice the standard measurement uncer-
tainty evaluated using the approximate propagation of error formula). Figure 5
on Page 19 shows the corresponding input and output Web pages of the NIST

Uncertainty Machine.

9 Example — Resistance

In Example H.2 of the GUM, the measurement model for the resistance of an
element of an electrical circuit is R= (V/I) cos(φ). The estimates and standard
uncertainties of the input quantities, and the correlations between them, are
listed in Table 3 on Page 18.

For the Monte Carlo method, we model the input quantities as correlated Gaus-
sian random variables with means and standard deviations equal to the esti-
mates and standard uncertainties listed in Table 3, and with correlations identi-
cal to those given in the same table. We also adopt a Gaussian copula to manu-
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Figure 4: HAAKE™ falling ball viscometer from Thermo Fisher Scientific, Inc.,
(left panel), and probability density (right panel) corresponding to a Monte
Carlo sample of size 1× 106, also showing 95 % coverage intervals for the
value of the dynamic viscosity of the liquid, one corresponding to the prescrip-
tion in clause 6.2.1 of the GUM, the other whose endpoints are the 2.5th and
97.5th percentiles of the Monte Carlo sample.

facture a joint probability distribution consistent with the assumptions already
listed.

QUANTITY x u(x)

V 4.9990 V 0.0032 V
I 19.6610× 10−3 A 0.0095× 10−3 A
φ 1.04446 rad 0.00075 rad

r(V, I) = −0.36 r(V,φ) = 0.86 r(I ,φ) = −0.65

Table 3: Resistance. Estimates and standard measurement uncertainties
for the input quantities in the measurement model of Example H.2 in the
GUM, and correlations between them, all as listed in Table H.2 of the GUM.

The GUM’s approach and the Monte Carlo method produce the same values
of the output quantity R = 127.732Ω and of the standard uncertainty u(R) =
0.07Ω. The Monte Carlo method yields (127.595Ω, 127.869Ω) as approximate
95 % coverage interval for the resistance without invoking any additional as-
sumptions about R. Figure 6 on Page 20 reflects these facts, and lists the results.
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INPUT

User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  5

Number of input quantities:  6

Names of input quantities:

muC rhoB rhoM rhoC tM tC
Update quantity names

muC Gaussian (Mean, StdDev) 4.63 0.0463

rhoB Gaussian (Mean, StdDev) 2217 0.5

rhoM Gaussian (Mean, StdDev) 1180 0.5

rhoC Gaussian (Mean, StdDev) 810 0.5

tM Gaussian (Mean, StdDev) 61 6.1

tC Gaussian (Mean, StdDev) 36.6 5.49

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 
muC * ((rhoB‐rhoM)/(rhoB‐rhoC)) * 
(tM/tC)    +

 Centered coverage intervals 
 Correlations

Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system. NIST
assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other characteristic.
We would appreciate acknowledgement if the software is used. 
Version 1.0.5

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 5.8
sd      = 1.12
median  = 5.69
mad     = 1.02 

Coverage intervals

99% (    3.65,    9.712)  k =      2.7 
95% (    4.05,      8.4)  k =      1.9 
90% (    4.27,      7.8)  k =      1.6 
68% (    4.77,    6.865)  k =     0.94 

ANOVA (% Contributions)

            w/out Residual w/ Residual
muC                   0.28        0.26
rhoB                  0.00        0.00
rhoM                  0.00        0.00
rhoC                  0.00        0.00
tM                   28.54       27.22
tC                   71.18       67.88
Residual                NA        4.64

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 5.7
      u(y) = 1.03 

             SensitivityCoeffs Percent.u2
muC                     1.2000    3.1e‐01
rhoB                    0.0014    4.9e‐05
rhoM                   ‐0.0055    7.1e‐04
rhoC                    0.0040    3.9e‐04
tM                      0.0930    3.1e+01
tC                     ‐0.1600    6.9e+01
Correlations                NA    0.0e+00
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 5: Viscosity. Input and output Web pages for the example discussed
in §8.

LAFARGE & POSSOLO PAGE 19 OF 31



NIST UNCERTAINTY MACHINE — WEB VERSION

INPUT

User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  5

Number of input quantities:  3

Names of input quantities:

V I phi
Update quantity names

V Gaussian (Mean, StdDev) 4.9990 0.0032

I Gaussian (Mean, StdDev) 19.6610e3 0.0095e3

phi Gaussian (Mean, StdDev) 1.04446 0.00075

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 
(V/I)*cos(phi)

   +
 Centered coverage intervals 
 Correlations

V I phi
V 1 0.36 0.86

I 1 0.65

phi 1

Gaussian Copula
Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system.
NIST assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other
characteristic. We would appreciate acknowledgement if the software is used. 
Version 1.0.5

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 127.732
sd      = 0.07
median  = 127.732
mad     = 0.06994 

Coverage intervals

99% (  127.55,  127.912)  k =      2.6 
95% (  127.59,  127.869)  k =        2 
90% ( 127.617,  127.847)  k =      1.6 
68% ( 127.662,  127.802)  k =        1 

ANOVA (% Contributions)

            w/out Residual w/ Residual
V                    29.31       29.31
I                     0.13        0.13
phi                  70.56       70.56
Residual                NA        0.00

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 127.732
      u(y) = 0.07 

             SensitivityCoeffs Percent.u2
V                           26        140
I                        ‐6500         78
phi                       ‐220        560
Correlations                NA       ‐670
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 6: Resistance. Input and output Web pages for the example discussed in §9.
Note that, in this case, the NIST Uncertainty Machine reconfigured its graphical user
interface automatically to accommodate the correlations that had to be specified.
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10 Example — Stefan-Boltzmann Constant

The functional relation used to define the Stefan-Boltzmann constantσ involves
the Planck constant h, the molar gas constant R, Rydberg’s constant R∞, the
relative atomic mass of the electron Ar(e), the molar mass constant Mu, the
speed of light in vacuum c, and the fine-structure constant α:

σ =
32π5hR4R4

∞

15Ar(e)4M4
u c6α8

. (1)

Note that the Greek letter that is conventionally used to denote the Stefan-
Boltzmann constant is the same that is also commonly used to denote the stan-
dard deviation of a probability distribution. In this example, all instances of “σ”
refer to the Stefan-Boltzmann constant.

Table 4 lists the 2010 CODATA [Mohr et al., 2012] recommended values of the
quantities that determine the value of the Stefan-Boltzmann constant, and the
measurement uncertainties associated with them.

VALUE STD. MEAS. UNC. UNIT

h 6.626069 57× 10−34 0.000 00029× 10−34 J s
R 8.314462 1 0.000 0075 J mol−1 K−1

R∞ 10973 731.568539 0.000 055 m−1

Ar(e) 5.485799 0946× 10−4 0.000 000002 2× 10−4 u
Mu 1× 10−3 0 kg/mol
c 299792 458 0 m/s
α 7.297352 5698× 10−3 0.000 000002 4× 10−3 1

Table 4: Stefan-Boltzmann. 2010 CODATA recommended values and
standard measurement uncertainties for the quantities used to define the
value of the Stefan-Boltzmann constant.

According to the GUM, the estimate of the measurand equals the value of the
measurement function evaluated at the estimates of the input quantities, as
σ = 5.670 37× 10−8 W m−2 K−4. Both the GUM’s approximation and the Monte
Carlo method produce the same evaluation of u(σ) = 2× 10−13 W m−2 K−4.

These evaluations disregard the correlations between the input quantities that
result from the adjustment process used by CODATA. However, once these cor-
relations are taken into account via Equation (13) in the GUM, the same value
still obtains for u(σ) to within the single significant digit reported above.

Without additional assumptions, it is impossible to interpret an expression like
σ±u(σ) probabilistically. The assumptions that are needed to apply the Monte
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Carlo method of the GUM-S1 deliver not only an evaluation of uncertainty, but
also enable a probabilistic interpretation.

If the measurement uncertainties associated with h, R, R∞, Ar(e), and α are
expressed by modeling these quantities as independent Gaussian random vari-
ables with means and standard deviations set equal to the values and stan-
dard measurement uncertainties listed in Table 4, then the distribution that the
Monte Carlo method of the GUM-S1 assigns to the measurand happens to be ap-
proximately Gaussian as gaged by the Anderson-Darling test of Gaussian shape
[Anderson and Darling, 1952].

Figure 7 on Page 23 reflects these facts and shows the results, which imply that
the interval from 5.670332× 10−8 W m−2 K−4 to 5.670412 6× 10−8 W m−2 K−4

is a coverage interval for σ with approximate 95 % coverage probability.

Two of the inputs, Mu and c, have zero standard uncertainty. Since the NIST

Uncertainty Machine requires standard deviations to be strictly positive, you
may either assign very small values to them, or they may be removed from the
list of input quantities and their values entered as constants in the expression
that defines the output quantity, as shown in the upper panel of Figure 7 on
Page 23.

11 Example — Voltage Reflection Coefficient

Tsui et al. [2012] consider the voltage reflection coefficient Γ = S22−S12S23/S13
of a microwave power splitter, defined as a function of elements of the corre-
sponding 3-port scattering matrix (S-parameters). Table 5 reproduces the mea-
surement results for the S-parameters listed in Tsui et al. [2012, Table 5]. Since
the S-parameters (input quantities) are complex-valued, so is Γ (output quan-
tity). Therefore, in this example the measurement model is a measurement
equation with a vector-valued output quantity (ℜ(Γ ),ℑ(Γ )) whose components
are the real and imaginary parts of Γ ).

The NIST Uncertainty Machine does handle vectorial output quantities. Ad-
ditional outputs fields can be added by clicking the “+” button. The NIST

Uncertainty Machine produces the raw materials that are necessary to charac-
terize the uncertainty of a multivariate output by application of the Monte Carlo
method. If y = f (x1, . . . , xn) is the measurement model for a p-dimensional
output quantity y = (y1, . . . , yp), then the model may be re-written as a sys-
tem of p simultaneous measurement equations y1 = f1(x1, . . . , xn), . . . , yp =
fp(x1, . . . , xn), where f = ( f1, . . . , fp).
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INPUT

User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  5

Number of input quantities:  5

Names of input quantities:

h R Rinf e alpha
Update quantity names

h Gaussian (Mean, StdDev) 6.62606957e34 0.00000029e34

R Gaussian (Mean, StdDev) 8.3144621 0.0000075

Rinf Gaussian (Mean, StdDev) 10973731.568539 0.000055

e Gaussian (Mean, StdDev) 5.4857990946e4 0.0000000022e4

alpha Gaussian (Mean, StdDev) 7.2973525698e3 0.0000000024e3

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 

N = 32 * (pi^5) * h * (R^4) * (Rinf^4)
D = 15 * (e^4) * ((1e‐3)^4) * 
(299792458^6) * (alpha^8)
N / D     +

 Centered coverage intervals 
 Correlations

Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system. NIST
assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other characteristic.
We would appreciate acknowledgement if the software is used. 
Version 1.0.5

OUTPUT

===== RESULTS ==============================

Monte Carlo Method

Summary statistics for sample of size 1000000 

ave     = 5.67037e‐08
sd      = 2.05e‐13
median  = 5.67037251e‐08
mad     = 2.05e‐13 

Coverage intervals

99% (5.67032e‐08, 5.67043e‐08)  k =      2.6 
95% (5.67033e‐08, 5.67041e‐08)  k =        2 
90% (5.67034e‐08, 5.67041e‐08)  k =      1.6 
68% (5.67035e‐08, 5.67039e‐08)  k =        1 

ANOVA (% Contributions)

            w/out Residual w/ Residual
R                      100       99.99
Residual                NA        0.01

‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐

Gauss's Formula (GUM's Linear Approximation) 

        y  = 5.67037e‐08
      u(y) = 2.05e‐13 

             SensitivityCoeffs Percent.u2
h                      8.6e+25    1.5e‐02
R                      2.7e‐08    1.0e+02
Rinf                   2.1e‐14    3.1e‐09
e                     ‐4.1e‐04    2.0e‐05
alpha                 ‐6.2e‐05    5.3e‐05
Correlations                NA    0.0e+00
============================================

Download Binary R data file of MC values 
Convert and Download output values as a text file 
Download results 
Download plot of probability densities 
Download configuration file

NIST Uncertainty Machine

Figure 7: Stefan-Boltzmann Constant. Input and output Web pages for the
example discussed in §10.
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Mod(S) u(Mod(S)) Arg(S) u(Arg(S))

S22 0.24776 0.00337 4.88683 0.01392
S12 0.49935 0.00340 4.78595 0.00835
S23 0.24971 0.00170 4.85989 0.00842
S13 0.49952 0.00340 4.79054 0.00835

Table 5: S-parameters expressed in polar form, and associated standard un-
certainties, with Arg(S) and u(Arg(S)) expressed in radian.

The procedure then is this: (i) run the NIST Uncertainty Machine with each
output in its own field, and save the file containing the samples drawn from the
probability distributions of the p components y1, . . . , yp of the vectorial output
quantity; (ii) read this file into some statistical analysis computing environment,
for example R, and complete the uncertainty analysis for the output quantity
inside this environment.

The S-parameters are assumed to be independent, complex-valued random vari-
ables. The modulus and argument of each S-parameter are modeled as inde-
pendent Gaussian random variables with mean and standard deviation equal
to the value and standard uncertainty listed in Exhibit 5. (Note that the results
would be different if the same modeling assumptions were made for the real
and imaginary parts of the S-parameters instead.)

The real and imaginary parts of Γ are functions of the same eight input quan-
tities, which are the moduli and arguments of the four S-parameters, hence
in this case p = 2 and the components of the bivariate output quantity are:
ℜ(Γ ) = f1(M22, A22, M12, A12, M23, A23, M13, A13), and ℑ(Γ ) = f2(M22, A22,
M12, A12, M23, A23, M13, A13). Figure 8 on Page 25 shows the corresponding
input Web page of the NIST Uncertainty Machine, including the definition of
the functions f1 and f2.

It is also possible to incorporate correlations between the S-parameters, as well
as correlations between the modulus and argument of any of the S-parameters,
by specifying a suitable correlation matrix and applying it via one of the copulas
[Possolo, 2010] that is available in the NIST Uncertainty Machine. Neither
was done in this case.

Once the Monte Carlo samples of the two components of the output quantity,
ℜ(Γ ) and ℑ(Γ ), will have been downloaded and saved, they may be imported
into any statistical computing application to characterize the uncertainty asso-
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User's manual available here. 
Instructions :

Select the number of input quantities.
Change the quantity names and update them if necessary.
For each input quantity choose its distribution and its parameters.
Choose the number of realizations.
Write the definition of the output quantity in a valid R expression.
Choose and set the correlations if necessary.
Run the computation.

Drop file here to load a
configuration file
No file chosenChoose File

Random number generator seed:  37

Number of input quantities:  8

Names of input quantities:

S22.Mod S22.Arg S12.Mod S12.Arg S23.Mod S23.Arg S13.Mod
S13.Arg
Update quantity names

S22.Mod Gaussian (Mean, StdDev) 0.24776 0.00337

S22.Arg Gaussian (Mean, StdDev) 4.88683 0.01392

S12.Mod Gaussian (Mean, StdDev) 0.49935 0.00340

S12.Arg Gaussian (Mean, StdDev) 4.78595 0.00835

S23.Mod Gaussian (Mean, StdDev) 0.24971 0.00170

S23.Arg Gaussian (Mean, StdDev) 4.85989 0.00842

S13.Mod Gaussian (Mean, StdDev) 0.49952 0.00340

S13.Arg Gaussian (Mean, StdDev) 4.79054 0.00835

Number of realizations of the output quantity:

1000000

Definition of output quantity (R expression): 

S22 = complex(modulus=S22.Mod, 
argument=S22.Arg)
S12 = complex(modulus=S12.Mod, 
argument=S12.Arg)
S23 = complex(modulus=S23.Mod, 
argument=S23.Arg)
S13 = complex(modulus=S13.Mod, 
argument=S13.Arg)
Gamma = S22 ‐ S12*S23/S13
Re(Gamma)

 

S22 = complex(modulus=S22.Mod, 
argument=S22.Arg)
S12 = complex(modulus=S12.Mod, 
argument=S12.Arg)
S23 = complex(modulus=S23.Mod, 
argument=S23.Arg)
S13 = complex(modulus=S13.Mod, 
argument=S13.Arg)
Gamma = S22 ‐ S12*S23/S13
Im(Gamma)

 +
 Centered coverage intervals 
 Correlations

Run the computation

NIST Uncertainty Machine

This software was developed at NIST. This software is not subject to copyright protection and is in the public domain. This software is an experimental system. NIST
assumes no responsibility whatsoever for its use by other parties, and makes no guarantees, expressed or implied, about its quality, reliability, or any other characteristic. We
would appreciate acknowledgement if the software is used. 
Version 1.0.5

Figure 8: Voltage Reflection Coefficient. Input Web page of the NIST
Uncertainty Machine used for the real and imaginary parts of the complex-
valued output quantity Γ discussed in §11.
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ciated with Γ , for example as depicted in Figure 9 on Page 26, and as illus-
trated in Listing 1 that begins on Page 26. The estimate of ℜ(Γ ) is 0.0074 and
u(ℜ(Γ )) = 0.0050. The estimate of ℑ(Γ ) is 0.0031 and u(ℜ(Γ )) = 0.0045. The
correlation between ℜ(Γ ) and ℑ(Γ ) is 0.0311.
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Figure 9: The left panel shows an estimate of the probability density of the joint
distribution of the real and imaginary parts of Γ , and the right panel shows its
counterpart for the modulus and argument of Γ . The solid (red) curves out-
line 95 % coverage regions, and the dashed (red) curves outline 68 % cover-
age regions. Their (blue) counterparts, dotted and dash-dotted, are based on
the (obviously erroneous) assumption that the joint bivariate distributions are
Gaussian.

Listing 1: R code used to characterize the uncertainty associated with Γ
## Read values of output quantities produced in the two runs
## of the NIST Uncertainty Machine, assuming that R’s
## current working directory is the same that contains
## the files with the values of the output quantities

Gamma.Re = scan("NUM-Gamma-Real-Results-Values.txt")
Gamma.Im = scan("NUM-Gamma-Imaginary-Results-Values.txt")

Gamma.Mod = Mod(complex(real=Gamma.Re, imaginary=Gamma.Im))
Gamma.Arg = Arg(complex(real=Gamma.Re, imaginary=Gamma.Im))

c(mean(Gamma.Re), sd(Gamma.Re))
c(mean(Gamma.Im), sd(Gamma.Im))
cor(Gamma.Re, Gamma.Im)

require(ash)
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require(car)

par(mfrow=c(1,2), mar=c(4.5, 4.5, 1.5, 1.5))

## --------------------------------------------------
## Estimate the probability density of the bivariate
## joint distribution of the real and imaginary parts
## of the complex-valued measurand Gamma

ab = cbind(Gamma.Re, Gamma.Im)
abx = matrix(c(-0.0075, -0.0100, 0.0220, 0.0195), 2, 2)
nbin = c(200, 200)
bins = bin2(ab, abx, nbin)
m = c(60,60)
f = ash2(bins,m)
image(f$x, f$y, f$z, col=cm.colors(24), axes=FALSE,

xlab=expression(plain(Re)(Gamma)),
ylab=expression(plain(Im)(Gamma)))

axis(1, lwd=0.5); axis(2, lwd=0.5)

## Normalize bivariate probability density estimate
## that has been computed over each cell of a
## 200x200 grid, and determine the order of the cells
## according to decreasing values of their corresponding
## probabilities

w = (f$z[-length(f$z)]*diff(f$x)*diff(f$y)) /
sum(f$z[-length(f$z)]*diff(f$x)*diff(f$y))

iw = order(w, decreasing=TRUE)

## Determine the boundary of the smallest subset
## of the cells whose total probability is 0.95

iw95 = which.min(abs(cumsum(w[iw])-0.95))
xx = matrix(rep(f$x, 200), ncol=200)
yy = matrix(rep(f$y, 200), ncol=200, byrow=TRUE)
xx = xx[iw][1:iw95]
yy = yy[iw][1:iw95]
ixy = chull(xx, yy)
lines(c(xx[ixy], xx[ixy][1]),

c(yy[ixy], yy[ixy][1]), col="Red")

## Determine the boundary of the smallest subset
## of the cells whose total probability is 0.68

iw68 = which.min(abs(cumsum(w[iw])-0.68))
xx = matrix(rep(f$x, 200), ncol=200)
yy = matrix(rep(f$y, 200), ncol=200, byrow=TRUE)
xx = xx[iw][1:iw68]
yy = yy[iw][1:iw68]
ixy = chull(xx, yy)
lines(c(xx[ixy], xx[ixy][1]),

c(yy[ixy], yy[ixy][1]), col="Red", lty=2)

## Determine the ellipses that contain 95% or 68% of
## the replicates of Gamma, assuming that the bivariate
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## distributions are Gaussian

dataEllipse(Gamma.Re, Gamma.Im, levels=0.68,
add=TRUE, plot.points=FALSE, center.cex=0,
col="Blue", lty=3, lwd=0.5)

dataEllipse(Gamma.Re, Gamma.Im, levels=0.95,
add=TRUE, plot.points=FALSE, center.cex=0,
col="Blue", lty=4, lwd=0.5)

## --------------------------------------------------
## Estimate the probability density of the bivariate
## joint distribution of the modulus and argument of
## the complex-valued measurand Gamma

ab = cbind(Gamma.Mod, Gamma.Arg)
abx = matrix(c(0, -3, 0.025, 3), 2, 2)
nbin = c(200, 200)
bins = bin2(ab, abx, nbin)
m = c(60,60)
f = ash2(bins,m)
image(f$x, f$y, f$z, col=cm.colors(24), axes=FALSE,

xlab=expression(plain(Mod)(Gamma)),
ylab=expression(plain(Arg)(Gamma)))

axis(1, lwd=0.5); axis(2, lwd=0.5)

## Normalize bivariate probability density estimate
## that has been computed over each cell of a
## 200x200 grid, and determine the order of the cells
## according to decreasing values of their corresponding
## probabilities

w = (f$z[-length(f$z)]*diff(f$x)*diff(f$y)) /
sum(f$z[-length(f$z)]*diff(f$x)*diff(f$y))

iw = order(w, decreasing=TRUE)

## Determine the boundary of the smallest subset
## of the cells whose total probability is 0.95

iw95 = which.min(abs(cumsum(w[iw])-0.95))
xx = matrix(rep(f$x, 200), ncol=200)
yy = matrix(rep(f$y, 200), ncol=200, byrow=TRUE)
xx = xx[iw][1:iw95]
yy = yy[iw][1:iw95]
ixy = chull(xx, yy)
lines(c(xx[ixy], xx[ixy][1]),

c(yy[ixy], yy[ixy][1]), col="Red")

## Determine the boundary of the smallest subset
## of the cells whose total probability is 0.68

iw68 = which.min(abs(cumsum(w[iw])-0.68))
xx = matrix(rep(f$x, 200), ncol=200)
yy = matrix(rep(f$y, 200), ncol=200, byrow=TRUE)
xx = xx[iw][1:iw68]
yy = yy[iw][1:iw68]
ixy = chull(xx, yy)
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lines(c(xx[ixy], xx[ixy][1]),
c(yy[ixy], yy[ixy][1]), col="Red", lty=2)

## Determine the ellipses that contain 95% or 68% of
## the replicates of Gamma, assuming that the bivariate
## distributions are Gaussian

dataEllipse(Gamma.Mod, Gamma.Arg, levels=0.68,
add=TRUE, plot.points=FALSE, center.cex=0,
col="Blue", lty=3, lwd=0.5)

dataEllipse(Gamma.Mod, Gamma.Arg, levels=0.95,
add=TRUE, plot.points=FALSE, center.cex=0,
col="Blue", lty=4, lwd=0.5)
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